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Optical fiber refractometer using narrowband
cladding-mode resonance shifts
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and Jacques Albert
Short-period fiber Bragg gratings with weakly tilted grating planes generate multiple strong resonances
in transmission. Our experimental results show that the wavelength separation between selected reso-
nances allows the measurement of the refractive index of the medium surrounding the fiber for values
between 1.25 and 1.44 with an accuracy approaching 1  104. The sensor element is 10 mm long and
made from standard single-mode telecommunication grade optical fiber by ultraviolet light irradiation
through a phase mask. © 2007 Optical Society of America
OCIS codes: 060.2370, 120.5710, 230.1480.
1. Introduction
Refractometry is used in many important areas in-
cluding industrial process monitoring, quality control
in the food industry, and biomedical applications.
Most refractometers in use today are derived from
the Abbe refractometer.1 This instrument measures
refractive indices of liquids and solids by determining
changes in the angle of total internal reflection for a
high index prism on which the material with the
unknown refractive index is placed in contact. While
these instruments can be very accurate (down to 105
precision on refractive index for advanced refractom-
eters), they cannot be used in all situations because of
their size, power requirements, or the manner in
which the liquid or solid substance must be put in
contact with the prism. Therefore there is a need for
miniature, minimally invasive refractometers that
could be used by immersion in liquids or gases of
interest (often constrained in small areas) and inter-
rogated remotely. Fiber-optic versions have been de-
veloped for this purpose, in which the sensor is a fiber
grating embedded in the core of the fiber.2–11 In fiber
form, such a refractometer allows “lab-on-a-fiber” ap-
plications where chemical species in gas or liquid
phase are detected through changes in the refractive
index of a functional sensing layer deposited on the
fiber.4
Tomeasure refractive index changes bymonitoring
the resonant wavelengths of fiber gratings, the guided
light must be brought in contact with the outer bound-
ary of the fiber cladding so that the evanescent field of
the modes penetrates the surrounding medium where
the index is to be measured. There are three conven-
tional ways to do this: (1) etch down the fiber clad-
ding to a value small enough so that the core-guided
light still has nonzero amplitude at the cladding-
outside medium boundary;5,6 (2) use a long period
grating (LPG) to couple core-guided light to forward-
propagating cladding modes2–4,7,8; (3) use a tilted fi-
ber Bragg grating (TFBG) to couple core-guided light
to backpropagating cladding modes.9–11
Of these approaches, LPGs have attracted themost
attention by far, because they are relatively easy to
fabricate, do not generally involve physical modifica-
tions of the fiber, and provide well-isolated broad res-
onances that can be made extremely sensitive to
various measurands by proper choice of the cladding
mode involved. There are problems however with all
the techniques mentioned above: in all cases it is
difficult to achieve high sensitivity over a large range
of refractive index values with a single sensor;
etched fibers have significantly reduced mechanical
strength; finally LPG sensors suffer from large cross
sensitivity to many kinds of perturbation (such as
temperature and bending), not just refractive index
change. In the case of TFBGs, the first implementa-
tion of a refractometer was based on measuring the
normalized envelope of the cladding-mode resonance
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spectrum in transmission, and it was then shown
that this parameter was relatively insensitive to tem-
perature, thereby eliminating one of the problems
with LPGs.9 Another reason for using the envelope of
the resonance spectrum is that this parameter changes
monotonically and smoothly for refractive index values
between 1.32 and 1.42, with little change in sensitivity
per unit refractive index change.We propose instead to
use individual TFBG resonances as a measuring pa-
rameter and to use the coremode (Bragg) resonance as
a wavelength and power level reference. Thus, instead
of using an absolute wavelength measurement for the
position of a cladding-mode resonance we use a rel-
ative measurement, the wavelength separation of
the resonance with the Bragg wavelength.11 By def-
inition, the wavelength of the Bragg resonance is
totally independent of the refractive index of the
outside medium.12 This eliminates the requirement
of absolute wavelength accuracy on the sensor inter-
rogator system since only wavelength differences
within a measurement are needed. Furthermore, in
spite of the fact that TFBGs couple to a multitude of
cladding modes simultaneously, it will be demon-
strated that there are wavelength windows where
individual resonances can be followed without ambi-
guity for high-resolution measurements. Although
not demonstrated here, the power level of the core-
mode resonance can also be used as a reference value
if the interrogation system requires knowledge of the
absolute power level in the fiber. To quantify the
accuracy and ultimate sensitivity of our method, ex-
periments and corroborative simulations are pre-
sented for measurements of the refractive index of
sugar solutions and calibrated liquids.
2. Theory of the TFBG Sensing Mechanism
TFBGs are short-period gratings in which the grating
planes are slanted or blazed with respect to the fiber
axis. In a single-mode fiber, the tilt of the grat-
ing planes enhances the coupling of the light from
the forward-propagating core mode to backward-
propagating claddingmodes and reduces the coupling
to the backward core mode.9,12 Therefore, in the
transmission spectrum both a core-mode resonance
and several cladding-mode resonances appear. In the
work presented here, small tilt angles are used so
that there is a residual core-mode reflection notch in
the transmission spectrum (Fig. 1). The cladding-
mode resonances appear at discrete wavelengths
shorter than the core-mode Bragg resonance and
have the same linewidth as the Bragg resonance,
typically 100 pm for a 1 cm long grating near 1550
nm. The cladding modes are guided by the cladding
boundary, and as a result, their effective index de-
pends on the refractive index of the outer medium.
The sensitivity of the cladding-mode effective index to
changes in the external index increases with mode
order since the penetration depth of the evanescent
field increases for higher-order modes (Fig. 1). By
monitoring the shifts of the cladding modes relative
to the Bragg resonance, an accurate measure of the
surrounding refractive index (SRI) can be obtained.
The range of SRI that can be measured with a single
resonance depends on the accuracy with which we
can measure the position of the resonance (this is
related to the width of the resonance) and on the
distance between neighboring resonances: since the
resonance position is not known a priori, if the reso-
nance has moved by more than the interresonance
spacing, it will be confused with a much smaller dis-
placement of its neighboring resonance. For conven-
tional telecommunication grade optical fibers, the
interresonance spacing increases from 400 pm near
the Bragg resonance to over 1000 pm for resonances
located 30 nm away (on the blue side) from the Bragg
resonance.
In practice, the Bragg wavelength B is related to
the core-mode effective index at that wavelength
neffB and to the period of the grating  by12
B 2neff, (1)
where  is the projection of the actual grating period
g along the fiber axis due to the tilt angle :
gcos . (2)
Similarly, cladding-mode resonances can be found
through9
Ci neffinCi, (3)
where neffi is the effective index of the core mode at
the wavelength of the ith cladding-mode resonance,
and nCi is the cladding-mode effective index at the
same wavelength. Now if we consider the wavelength
separation between the Bragg resonance and one of
the cladding-mode resonances, we can estimate the
sensitivity of this parameter to various perturba-
tions. In the case of changes of the external medium
refractive index next, the differential shift (change in
wavelength separation) is due entirely to the disper-
sion of the cladding-mode effective index, multiplied
by the grating period:
BCinext	nCi	next. (4)
We can also obtain the temperature dependence of
the relative wavelength shift of the Bragg resonance
and cladding-mode resonances by differentiating
Eqs. (1) and (3), respectively. We then get
BT 2	neff	Tneff		T, (5)
CiT	neffi	T	nCi	T
 neffinCi		T. (6)
Since most fibers (and certainly the fibers used in
this study) have a very small composition difference
between the core and the cladding glass (3% sub-
stitution of Si atoms by Ge atoms in our case), we can
expect the thermo-optic coefficients 	n	T for the
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refractive index of the core and cladding glasses to be
similar and close to the value for pure silica, approx-
imately 11  106°C.13 Under these conditions, and
for typical grating periods near 500 nm (to get Bragg
and cladding-mode resonances in the 1500–1600 nm
wavelength region) the first terms on the right-hand
side of Eqs. (5) and (6) will add up to a worst-case
value near
2	neff	T	neffi	T	nCi	T°C
 105
 5 pm°C. (7)
Furthermore we can use the coefficient of thermal
expansion of silica 0.55  106°C13 in lieu of 1
		T to get the relative shift in the resonances due
to thermal expansion [from the second terms on the
right-hand side of Eqs. (5) and (6)]:
  0.55 1062neffneffinCi°C
 0.12 pm°C,
(8)
where we have used the fact that both neff and neffi
lie between 1.446 and 1.448 over the wavelength
range of interest 1500–1600 nm and that nCi can
be as low as next. For the worst-case estimate given
above, the following values were taken: neff  1.446,
neffi  1.448, and nCi  1.0 [ neffi is always larger
than neff because of dispersion]. As a result, if we use
the distance between the Bragg resonance and one of
the cladding-mode resonances to measure the SRI,
our measurement of B  Ci will have a cross
sensitivity to temperature of the order of a few pi-
cometers per degrees centigrade. Experimentally, we
have obtained a cross sensitivity of 0.5 pm°C or less
for most resonances of a 6° TFBG measured between
10° and 70 °C (Ref. 14) (Laffont and Ferdinand9
observed as much as 3 pm°C of differential shift for
a high-order resonance in their TFBGs with 16° of
tilt, the difference being likely due to the different
type of fiber used andor the large tilt angle). Another
parameter that could adversely affect the resolution
of the SRI measurements is strain on the fiber, since
Chen and Albert previously demonstrated differen-
tial shifts greater than 150 pm for strains of the order
of 0.4%.14 However in refractometry applications, it is
conceivable that the fiber in which the grating is
written can be packaged in such a way that minimal
strains occur during the measurements. One such
implementation will be presented below.
To summarize this section, we have demonstrated
that the wavelength spacing between a cladding-
mode resonance and the Bragg reflection has a sen-
sitivity to external refractive index of the order of
5  105 pm  	nCi	next with a cross sensitivity to
temperature below 0.5 pm°C, provided no signifi-
cant strain is imposed on the grating section. It will
be demonstrated below that themagnitude of the SRI
sensitivity for conventional fibers can be as large as
10,000 pm per unit of refractive index change (u.r.i.),
therefore providing a cross sensitivity to temperature
of the order of 0.05% for temperature fluctuations of
10 °C (typical of controlled environments, such as
laboratories and in vivo applications).
3. Experimental Methods
The basic idea in this experiment is to measure the
transmission spectrum of a TFBG immersed in dif-
ferent media with known refractive indices and to
record the positions of suitable resonances as a func-
tion of SRI. One centimeter long tilted gratings are
inscribed in hydrogen-loaded Corning SMF-28 fibers
using a pulsed KrF excimer laser and the phasemask
technique.15,16 The grating period for most samples
was 536 nm. The internal tilt angle of the gratings
used for the SRI measurement was 4°. The transmis-
sion spectra were recorded using a JDS Uniphase
swept wavelength system with a wavelength resolu-
tion of 3 pm using the average of four measurements
taken with orthogonal polarization states. All the
readings are done at room temperature, which was
kept near 23 °C. To keep the strain on the fiber con-
stant during the experiments, the fiber region where
the grating was written was attached permanently to
a microscope slide and small quantities of liquids
with various refractive indices were dispensed with a
pipette onto the grating. A second slide was used to
cover the interaction region and to maintain the liq-
uid in place by capillarity. The fiber and slides were
cleaned thoroughly between experiments. The im-
mersion liquids used in this work were water–sugar
solutions providing a wide range of refractive indices
from 1.38 (30% solution) to 1.49 80%. The nominal
refractive index nD of all solutions was measured at
a wavelength of 589.3 nm with an Abbe refractom-
eter. We also used calibrated liquids from Cargille
Corporation with refractive indices specified for all
wavelengths and temperatures of interest in our mea-
surements.17 Therefore we feel confident that our ex-
perimental conditions were sufficiently well controlled
(for strain and temperature) to ensure reliable, repro-
ducible results. The differential wavelength shifts
were obtained by tracking the lowest point of the
transmission spectra in select wavelength windows.
4. Results and Discussion
The first set of results pertains to themeasurement of
sugar water solutions. Figure 1(a) depicts an experi-
mental grating transmission spectrum measured in
air (tilt angle  6°). For the same grating, Figs. 1(b)
and 1(c) present overlapped spectra for several values
of nD ranging from 1.377 to 1.43. There is a notable
shift of the high-order cladding modes while lower-
order modes and the Bragg resonance are not af-
fected. The resonance shown in Fig. 1(c) is located
15 nm away from the Bragg resonance. It is clear
that this cladding-mode resonance shifts by amounts
that are easily measurable (with respect to the width
of the resonance, 100 pm FWHM). This single res-
onance can be used (in principle) to measure media
with a range of nD values between 1.0 and above 1.43
without ambiguity from neighboring resonances
since the spacing between resonances is larger than
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600 pm while the resonance shifts by 500 pm over
this range of nD. If we now plot the relative resonance
position (with respect to B) as a function of nD (Fig.
2), we see that there is a one-to-one relationship be-
tween SRI and resonance shift (another resonance,
located near 17 nm away from the Bragg resonance
was used here). A seventh-order polynomial fit of the
experimental results can be used as a calibration to
correlate the measured wavelength shift with nD.
However, the sensitivity is quite poor for low values
of SRI (20 pmu.r.i. near nD  1.38) and increases
dramatically as the SRI approaches the value at
which this particular cladding mode becomes cut off
(3900 pmu.r.i. near nD  1.43). This sensitivity in-
crease near cutoff is typical of all sensing mecha-
nisms that rely on penetration of the evanescent field
of the cladding modes into the outer medium.3 How-
ever, this is where the TFBG configuration becomes
advantageous since one can select different reso-
nances of the same sensor, depending on the refrac-
tive index range of interest, to achieve the highest
sensitivity. If the refractive index range of a particu-
lar situation is not known beforehand, then a simple
pattern analysis of the transmission spectrum (com-
pared to a stored transmission spectrum in air or
in pure water) will reveal immediately which modes
approach cutoff and where the measuring wave-
length window should be located relative to the Bragg
wavelength (for maximum sensitivity). By contrast,
with an LPG-based sensor only a few (and generally
only one or two) cladding modes are visible in a mea-
surement window covering several hundred nano-
meters. In such cases, a new sensor design (grating
period or coating material) is required to optimize the
sensitivity over different refractive index regions.
To demonstrate this point quantitatively, further
tests were carried out with calibrated liquids in order
to investigate whether we could predict the refractive
index sensitivity of several mode resonances by sim-
ulations and also to determine the temperature cross
sensitivity of our sensors. Figure 3 shows a compar-
ison between predicted and measured differential
wavelength shifts as a function of surrounding refrac-
tive index for various cladding-mode orders. The clad-
ding modes are identified here by the value of
B Cmeasured when the grating is in air (i.e., the
original distance of the resonance from the Bragg
wavelength irrespective of the mode identity and
symmetry). The predicted shifts (solid curves) were
Fig. 1. (Color online) Typical experimental TFBG transmission
spectra (Corning SMF-28 fiber,   6°). (a) Full spectrum mea-
sured in air. (b) Several measurements with various refractive
indices of the outer medium near the Bragg resonance. (c) Same
spectra as (b) but zooming in on a particular resonance near
1535.5 nm.
Fig. 2. Experimental shift in the distance of a cladding-mode
resonance from the Bragg wavelength as a function of the refrac-
tive index of a sugar solution at 589 nm.
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obtained with a commercially available software
package17 using the refractive index profile and ge-
ometry of the standard fiber used. The fiber param-
eters used are core radius 4.15 m, cladding radius
 62.5 m, n(core)  1.450699, n(clad)  1.444024,
both at 1566 nm and corrected for dispersion for
other wavelengths, using the dispersion of pure silica
as a guide and offsetting the dispersion curves to the
refractive indices given above for   1566 nm.When
experimental error is taken into account, all the
measurements agree with values predicted from the
model. For single measurements, we use an error
estimate of 12 pm for the exact value of the wave-
length distance between a resonance and the Bragg
wavelength relative to its value in air, to reflect an
absolute uncertainty of at least 3 pm on each wave-
length measured. For some of the measurements
shown in Fig. 3, five independent measurements
were made with the same liquid, and the average
value of the wavelength distance was calculated. In
such cases, the error estimate is provided by the stan-
dard deviation of the measurements. The standard
deviation for these measurements never exceeded
3 pm. The uncertainty in the value of the refractive
index is given as 0.0002 (at 589 nm) by Cargille.
For longer wavelengths, the supplier provides Cauchy
coefficients to calculate the dispersion of the refrac-
tive index but with an added uncertainty of the order
of 0.005. Our results seem to indicate that the actual
uncertainty of the refractive index of the liquids is
smaller.
To validate our claims of relative temperature in-
dependence, an additional measurement was carried
out at a temperature of 50 °C (open circles in Fig. 3).
When the thermo-optic coefficient of the liquid
3.41  103°C is taken into account, the refrac-
tive index values obtained from the grating also fall
on the expected curve. This indicates that the sensor
was able to measure the true refractive index of the
liquids (within error), even though all its wavelength
resonances were shifted by 265 pm due to the in-
crease in temperature 27 °C. The sensitivity of the
SRI measurements (and simulations) reaches over
10,000 pmu.r.i. for each of the resonances shown in
Fig. 3, corresponding to better than 104 refractive
index sensitivity u.r.i.pm between 1.38 and 1.43.
The sensitivity calculated here for single resonance
measurements 104pm obviously needs to be ad-
justed by the wavelength measurement accuracy
(10 pm for the relative shift) to yield an actual sen-
sitivity closer to 103 in SRI in our experiments. On
the other hand, modern dedicated fiber grating in-
terrogation equipment claims a wavelength mea-
surement accuracy better than 1 pm,18 making 104
sensitivity a definite possibility. With such an in-
strument, we have achieved a repeatability of the
measurement of the wavelength distance (standard
deviation of successive measurements of a fixed ex-
perimental situation) of 0.6 pm.
If there is a need for higher sensitivity at lower
values of next, there are two design modifications that
can be used to do so. First, it is possible to generate
even higher-order mode resonances with the TFBG,
so that accurate resonance measurements can be
made further away from the Bragg resonance. This
can be achieved with a larger tilt angle, as shown in
Fig. 4 where cladding-mode resonances as far away
as 100 nm from the Bragg wavelength are observed
for tilt angles near 10° (to keep most of the spectrum
within our measurement window the grating period
was increased to 541 nm in this case). These reso-
nances have effective indices near 1.25 and hence
allow high sensitivity measurements in this range of
values of the SRI. With the grating shown in Fig. 4,
we achieved 11,200 pmu.r.i. for a SRI near 1.31 by
using the resonance at 1500 nm [see Fig. 4(b)]. The
additional benefit of using resonances further away
from the Bragg wavelength is that their spacing in-
creases (to over 1200 pm in this case), thereby aug-
menting the range of unambiguous readings for the
position of the resonance relative to its position in air
(a similar effect occurs with reduced diameter clad-
ding fibers19 but requires custom fabrication of the
fibers or thinning methods, which lead to reduced
mechanical strength). A second way to increase sen-
sitivity is to use a thin high index coating on the
cladding to pull out the evanescent field of cladding
modes into the outside medium to enhance the over-
lap and sensitivity to SRI, as is commonly done for
LPGs.20,21 It is worth repeating here that unlike de-
vices based on LPGs, all these modes are always
available with a single grating device design, and the
exact wavelength of the Bragg resonance of the device
is quite irrelevant (as well as the exact strength of
the grating). These relaxed tolerances ensure that
the mass production of such devices at very low cost
is definitely possible.
Finally, the availability of several resonances
within a single sensor measurement provides a way
to increase the measurement accuracy by averaging
the result obtained with the shifts of many cladding
Fig. 3. Change in wavelength separation from the Bragg wave-
length for four different cladding modes (B 8, 14, 23, and
28 nm: top to bottom) as a function of the refractive index of
calibrated liquids. Solid symbols, experimental data at room tem-
perature 23 °C; open symbols, experimental data at 50 °C; curves,
simulations.
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modes simultaneously. Since any systematic wave-
length error is already eliminated by the fact that we
are measuring relative wavelength shifts, the wave-
length errors associated with each resonance should
be statistically independent. Taking the results of
Fig. 3 as an example, we have four independent
wavelength shift measurements for each value of
SRI. We can calculate a predicted SRI from the sim-
ulation for each of these measurements, take the av-
erage, and plot the results against the actual SRI as
calculated from the supplier data taking into account
dispersion. The result is shown in Fig. 5. In spite of
the fact that the supplier only guarantees 0.0052
accuracy on the refractive index of the liquids for
wavelengths away from 589 nm, we obtain excellent
agreement between measured and expected values
(as indicated by the slope of 0.999 and intercept of
5  104) as well as very good correlation R2 
0.997. In fact, while the refractive index predictions
from single measurements have errors ranging from
0.012 to 0.006, the errors obtained by averaging
the predictions from four resonances range only from
0.0009 to 0.001. Even better results would be ex-
pected from a more sophisticated algorithm able to
average the predictions of all the available reso-
nances.
For comparisons, refractometers based on LPGs
will have sensitivities of the order of 100–1000 nm
u.r.i. with cross sensitivity to temperature of the
order of 1 nm°C and above for the absolutemeasure-
ment of the wavelengths of resonances with band-
widths ranging from 10 to 100 nm.8,20,21 In the best
cases, the sensitivity divided by the resonance band-
width is 100 u.r.i.1 for LPGs, exactly equivalent to
our results since it is just as easy to monitor pm shifts
of 100 pm resonances as it is to monitor nanometer
shifts of 100 nm resonances (easier in a way because
the required spectral range of the interrogation sys-
tems is much smaller) and the same sensitivity en-
hancement techniques8,20,21 can be applied to TFBGs
as to LPGs. The only differences are that TFBGs
have an inherent temperature monitoring channel
(the Bragg resonance), and that they provide several
measurements simultaneously to either achieve the
Fig. 6. (Color online) Reflection spectrum of packaged TFBGwith
a cleaved end downstream of the grating: bottom trace, as cleaved;
top trace, with gold coating on the face of the cleave.
Fig. 4. (Color online) (a) Experimental transmission spectrum of
a TFBG with a tilt angle of 10° Bragg  1566.810 nm. (b) Shift of
a resonance near 1500 nm for various external media (solid curve,
SRI  1.0; dotted curve, SRI  1.3058; dashed curve, SRI 
1.3250; all the values are for   1500 nm).
Fig. 5. Measured refractive index from the average of the predic-
tions based on the shifts of four resonances (8, 14, 23, and
28 nm) versus actual refractive index.
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highest sensitivity over several ranges of SRI or to
improve accuracy by averaging several measurements
from a single sensor.
5. Practical Implementation
One final issue deals with the fact that the measure-
ment must be made in transmission, requiring access
to the sensor from both sides. For applications in
small areas, it would be desirable to have a single-
ended sensor located at the end of a fiber, which could
then be inserted into volumes as small as a few mil-
limeters in length by 150 m in diameter. An easy
way to achieve this is to cleave the fiber downstream
from the grating section and use the broadband re-
flection from the fiber end to send the light back
toward the source, thereby going through the grating
twice and doubling the attenuation of each reso-
nance. While a cleaved fiber offers4% of broadband
reflection [Fig. 6(a)], a metallic coating can be used to
increase the broadband reflectivity to near 100%
[Fig. 6(b)]. For such terminated fibers, the Bragg
reflection now appears as a peak in the measured
power while the cladding resonances still appear as
troughs. The extraction of the data poses no partic-
ular problem in this configuration (which was used
for some of the data accumulated in Fig. 3). Figure
7 shows a picture of a packaged sensor: essentially
a connectorized piece of fiber with the TFBG near
the gold-coated far end. This configuration also en-
sures strain-free operation of the sensor to elimi-
nate the effect of cross sensitivity to strain of the
higher-order cladding modes.
6. Conclusion
We have shown that a TFBG can provide a measure-
ment of refractive index with an accuracy of the order
of 104 for refractive index ranges extending from
1.25 to 1.43 and independently of the temperature.
The technique is based on tracking the shifts in the
positions of the central wavelength of the cladding-
mode resonances and calculating their wavelength
separation from the Bragg resonance. This technique
exhibits advantages over other conventional tech-
niques such as LPG sensors and etched fiber sensors
while achieving similar or better sensitivity. These
advantages are a single grating design for awide range
of external media refractive indices, a relative strain
and temperature independence, straightforward inter-
rogation using available equipment, the sensors re-
quire no physical modification of the fiber geometry
(thus preserving the fiber mechanical strength), and
much relaxed fabrication tolerances. Data extraction
algorithms can improve the accuracy by taking advan-
tage of the multiple measurements provided by a sin-
gle sensor.
Finally, it must be pointed out that a scheme similar
to ours but realized in multimode fiber was recently
published.22 In that particular implementation, a
Bragg grating is used to couple light to a multitude of
backreflected coremodes and claddingmodes. The core
mode resonances are used tomonitor the ambient tem-
perature while cladding-mode resonances acquire a
differential shift due to the surrounding refractive in-
dex. We believe our method is more practical because
in single-mode fibers there is no ambiguity about the
temperature reference provided by the single Bragg
resonance and there is no uncertainty associated with
the distribution of the guided power among the multi-
ple core modes (the transmission spectrum of a TFBG
in a single-mode fiber is highly repeatable and does
not depend on launch conditions in the fiber, unlike
TFBGs in multimode fibers).
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